a

STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP| 051
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV ‘o

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST,

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 B RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES NO" | RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 ﬁ.ﬁ 34 05J1311510A2220 100 2\ D9 “.. \ Parilla 17332
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 AlLco Sensor IV ZsSvK
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY [ CALIBRATION ]
SIMULATOR SOLUTION TEMP (C) CHECK RESULTS" | REQUIRED ’
w7 PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 1 RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 | jpg¥ | 34 | 05J1311510A2220 100 2 (123 L Parilla 17332




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP} 051
AREA NAME AREA NO. COORDINATGR NAME 1D. NUMBER PAS MAKE/MODEL PAS SERIAL NO. }
South Los Angeles 530 Parilla 17332 ALco Sensor [V L5

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

, PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
—  PAS
TEMP TEST #1 | TEST#2 | TEST#1 | TEST #2 * | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 | ;oS | 34 | 0511311510A2220 | .100 | 22 o5 X Parilla 17332 | 3
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP] 051

AREA NAME AREA NO COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor IV Wm.mlnw
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
. PAS
TEMP TEST#1 | TEST#2 | TEST #1 | TEST #2 | RETEST . REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) : (Optional)| YES | NO {RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 1535% | 34 | 05J1311510A2220 100 AL L1906 X Parilla 17332 | 2@
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATIONLOG

CHP 202K (Rev. 8-98) OP! 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV M\CU‘A\V
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
‘ PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
—  PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO '| RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 |jjo | 34 | 05J1311510A2220 | .100 | 2\ (oo ‘ Pasilla 17332 | 4




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPIl 051

AREA NAME AREA NO. COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO. 5
South Los Angeles 530 Parilla 17332 Alco Sensor IV A%me‘
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS” | REQUIRED
. PAS
TEMP TEST #1 | TEST#2 | TEST#1 | TEST #2 | RETEST REPAIRS/PROBLEMS!
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional){ YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 || LK 34 | 05J1311510A2220 100 | 22 PP “ Parilla 17332 | 1




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor [V L3S
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
—  PAS
TEMP TEST #1 | TEST#2 | TEST#1 | TEST #2 " | RETEST REPAIRS/PROBLEMS/
DATE TIME | (:C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 ._N\,NA 34 05J1311510A2220 .100 2T W ' Parilla 17332 | (&




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREANO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor [V &3
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
: PAS
TEMP TEST #1 | TEST #2 | TEST #1 | RETEST REPAIRS/PROBLEMS/
DATE ¢C) LOT NO. VALUE (Optional) YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 | ymer | 34 | 05J1311510A2220 | .100 | 22 S ol 17332 |
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor IV EiH
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (*C) CHECK RESULTS* | REQUIRED
- PAS
TEMP TEST #1 | TEST#2 | TEST #1 | TEST #2 7 RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS
02/0172007 \24¥ | 34 | 05J1311510A2220 100 123 el £ Parilla 17332 | €4




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV AW =\o
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
—  PAS ‘
TEMP TEST #1 | TEST#2 | TEST #1 | TEST #2 RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 | P ey, 34 05J1311510A2220 100 22 .\OQQ a Parilla 17332 i




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO. . X
South Los Angeles 530 Parilla 17332 ALco Sensor IV TEEH L
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY | CALIBRATION
SIMULATOR SOLUTION TEMP (C) CHECK RESULTS" | REQUIRED
—  PAS
TEMP TEST #1 | TEST#2 | TEST#1 | TEST #2 "| RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 \N2A\ | 34 | 05J1311510A2220 .100 L WeX4 < Parilla 17332 |

m__
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKEMODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV <% =

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
3 PAS
TEMP TEST #1 | TEST #2 | TEST #1 “| RETEST REPAIRS/PROBLEMS/
DATE (°C) LOT NO. VALUE (Optional) YES NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 |\ 34 | 05J1311510A2220 100 (4l o O7 K Parilla 17332 |22~




STATE.OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP| 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor IV KT
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS® | REQUIRED
PAS
TEMP TEST#1 | TEST #2 | TEST #1 | TEST #2 . | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO' | RESULTS OPERATOR 1.0. NO. COMMENTS

02/01/2007 ,Nw\ 34 05J1311510A2220 .100 2.% NP x Parilla 17332 ||
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-98) OPI 051
AREA NAME AREA NO. CQORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor IV TEEK

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST,

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
| Pas
TEMP TEST#1 | TEST #2 | TEST #1 | TEST #2 - | RETEST REPAIRS/PROBLEMS/
DATE | TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS | OPERATOR | 1.D.NO. COMMENTS
02/01/2007 \223 | 34 | 05J1311510A2220 | .100 | 22— LOTL = Parilla 17332 |€
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY: PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI| 051
AREA NAME AREA NO COORDINATOR NAME 1D NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor IV .mw.\.w\&. e

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FiRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 .| RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 |\ 2,242 34 05J1311510A2220 .100 22 PYs-T4 ¥ Parilla 17332 | 1
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS)
CHP 202K (Rev. 9-98) OPI 051

DEVICE ACCURACY CHECK/CALIBRATION LOG

AREA NAME
South Los Angeles

530 P

arilla

AREA NO COORDINATOR NAME

1.D. NUMBER
1733

PAS MAKE/MODEL
Alco Sensor IV

PAS SERIAL NO,

(99

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

: PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
—  PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 *| ReETEST \ REPAIRS/PROBLEMS/
DATE TIME | °C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 _NW\W 34 05J311510A2220 100 e 0 O/f ' Parilla 17332 | 4

Al




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NQ. COORDINATOR NAME LD NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Seunsor IV /Bl i
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS® | REQUIRED
; PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO |-RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 |23 | 34 | 0511311510A42220 100 | 23 Jo |25 x Parilla 17332 |}
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL
PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO. )
South Los Angeles 530 17332 AlLco Sensor IV 1“2
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
: PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS"
PAS
TEST#1 | TEST#2 | TEST#1 | TEST #2. 4| RETEST REPAIRS/PROBLEMS/
DATE | TIME LOT NO. (Optional (Optional) RESULTS | OPERATOR | 1.D.NO. COMMENTS

02/01/2007 |45 0511311510A2220 7T N Parilla 17332 | 5
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATIONLOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO
South Los Angeles 530 Parilla 17332 Alco Sensor IV 1 2 Lo

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
. - PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST#2 1 RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 N 2o | 34 | 0511311510A2220 | .100 | 23 W21 X Parilla 17332




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor IV 185t ¢

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS® | REQUIRED
- PAS
TEMP TEST#1 | TEST#2 | TEST #1 | TEST #2 ». | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO. | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 | np3 | 34 | 05J1311510A2220 100 | A4 , 1 P2 X Parilla 17332




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL
PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV 1V EOE Y

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS* | REQUIRED
. PAS
TEMP TEST#1 | TEST#2 | TEST #1 | TEST #2 1 RETEST . REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO |RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 \25C | 34 05J1311510A2220 .100 24 MV=p N L Parilla 17332 | &




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKEMODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV /568 /
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (:C) CHECK RESULTS" | REQUIRED
: PAS
TEMP TEST#1 | TEST#2 | TEST #1 | TEST #2 .| RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 | ;9,5 | 34 | 0511311510A2220 | 100 |23 52 X Parilla 17352 | /
| Bad # 4




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NQ. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 ALco Sensor IV \ BTt
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
\ PAS
TEMP : TEST#1 | TEST #2 | TEST #1 | TEST #2 s| RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 |W 2| 34 | 05J1311510A2220 | .100 | 23 EN X Parilla 17332 | 1




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL moxmmz_zm (PAS) DEVICE ACCURACY 01m050>r_w_"~>.~._02 LOG

CHP 202K (Rev. 9-98) OPI 051

AREA NAME
South Los Angeles

AREA NO.

530

COORDINATOR NAME

Parilla

1.D, NUMBER
17332

PAS MAKE/MODEL

AlLco Sensor IV

PAS SERIAL NO.

(872

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
PAS
TEMP TEST #1 | TEST#2 | TEST#1 | TEST #2 +| RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 ~§ 34 0511311510A2220 100 =2 /23 X Parilla 17332




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPJ 051
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilia 17332 Alco Sensor IV 7RSS
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER QCCURS FIRST.
_ PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS® | REQUIRED
: PAS
TEMP TEST#1 | TEST#2 | TEST #1 | TEST #2 *.| RETEST REPAIRS/PROBLEMS!
DATE TIME | {*C) LOT NO. VALUE (Optional) (Optional) | YES | NO -| RESULTS OPERATOR .D. NO. COMMENTS
02/01/2007 | {40~ | 34 | 0551311510A2220 .100 21 o2 £ Parilla 17332 | |
] =t L com
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OP} 051

AREA NAME

South Los Angeles

AREA NO.
530

COORDINATOR NAME

Parilla

1.D. NUMBER
17332

PAS MAKE/MODEL
ALco Sensor IV

8

PAS SERIAL NO.

g 1456

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS" | REQUIRED
—  PAS
TEMP TEST#1 | TEST#2 | TEST#1 | TEST #2 RETEST REPAIRS/PROBLEMS/
DATE TIME (°C) LOT NO. VALUE (Optional) (Optional) | YES NO RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 |[[Re© | 34 | 0511311510A2220 100 | 25 25 < Parilla 17332 |/
P




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL
PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIALNO, |
South Los Angeles 530 Parilla 17332 ALco Sensor IV i -

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION . - TEMP (°C) CHECK RESULTS* | REQUIRED
2 PAS
TEMP TEST#1 | TEST#2 | TEST #1 | TEST#2 1 RETEST s REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES NO | RESULTS OPERATOR 1.D. NO.. COMMENTS
02/01/2007 184 | 34 | 05J1311510A2220 .100 2% ol 22— -~ Parilla 17332 | /

T

v
e
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-88) OP1 051

AREA NAME AREA NO, COORDINATOR NAME 1.0. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Parilla 17332 Alco Sensor IV P\_ <07

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
PAS
TEMP . TEST#1 | TEST#2 | TEST#1 | TEST #2 *] RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02012007 |BO D 34 | os11311510a2220 | 100 | 2% 42D < Parilla 17332 | 3




STATE OF CALI

FORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 9-98) OPI 051

AREA NAME AREA NO COORDINATOR NAME 1D NUMBER PAS MAKE/MODEL PAS SERIAL NO
South Los Angeles 530 Parilla 17332 ALco Sensor 1V s 55
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION . TEMP (°C) CHECK RESULTS® | REQUIRED
—  pAs
TEMP TEST #1 | TEST #2 | TEST #1 | TEST #2 > | RETEST REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional)| YES | NO | RESULTS OPERATOR 1.D. NO. COMMENTS

02/01/2007 |/ 31> 34 05J1311510A2220 100 »v- /02  a Parilla 17332 | |




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 9-98) OPI 051

SOVM R

TAS

AREA NAME

South Los Angeles

AREA NO.
530

COORDINATOR NAME
Parilla

£D. NUMBER
17332

PAS MAKE/MODEL
ALco Sensor IV

PAS SERIAL NO.

S3go K

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS PAS ACCURACY |CALIBRATION
SIMULATOR SOLUTION TEMP (°C) CHECK RESULTS* | REQUIRED
— pAs
TEMP TEST#1 | TEST#2 | TEST #1 | TEST #2 -] RETEST _ REPAIRS/PROBLEMS/
DATE TIME | (°C) LOT NO. VALUE (Optional) (Optional) | YES | NO 7| RESULTS OPERATOR 1.D. NO. COMMENTS
02/01/2007 | 1225 | 34 | 0511311510A2220 | .100 | 22 NoilZ) y Parilla 17332
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